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Phase imaging and the lever-sample tilt angle in dynamic atomic force
microscopy
Abstract
The phase shift in amplitude-controlled dynamic atomic force microscopy (AFM) is shown to depend on
the cantilever-sample tilt angle. For a silicon sample and tip the phase shift changes by nearly 15º for a
change in tilt angle of 15º. This contribution to the phase results from the oscillating tip's motion parallel
to the surface, which contributes to the overall energy dissipation. It occurs even when the measurements
are carried out in the attractive regime. An off-axis dynamic AFM model incorporating van der Waals
attraction and a thin viscous damping layer near the surface successfully describes the observed phase
shifts. This effect must be considered to interpret phase images quantitatively. © 2004 American Institute
of Physics.
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The phase shift in amplitude-controlled dynamic atomic force microscopy (AFM) is shown to
depend on the cantilever-sample tilt angle. For a silicon sample and tip the phase shift changes by
nearly 15° for a change in tilt angle of 15°. This contribution to the phase results from the oscillating
tip’s motion parallel to the surface, which contributes to the overall energy dissipation. It occurs
even when the measurements are carried out in the attractive regime. An off-axis dynamic AFM
model incorporating van der Waals attraction and a thin viscous damping layer near the surface
successfully describes the observed phase shifts. This effect must be considered to interpret phase
images quantitatively. © 2004 American Institute of Physics. [DOI: 10.1063/1.1812839]
Atomic force microscopy (AFM) is widely used to measure topography and other surface or interfacial properties
including friction, adhesion, and elasticity with high spatial
resolution. Dynamic AFM is a mode of operation in which
the probe is oscillated as it is scanned.1 What is commonly
referred to as intermittent-contact, tapping mode, or
amplitude-modulated AFM all refer to a specific type of dynamic AFM in which the amplitude is held constant. This
work is obtained in this mode.2 Dynamic AFM was first established to enhance spatial resolution and enable imaging of
fragile samples. It is particularly well suited to the imaging
of soft and biological materials since it avoids shear forces
and limits tip-sample interactions.3 Furthermore, the phase
shift between the drive and response signals is easily measured, and is a sensitive probe of tip-sample interactions. It is
increasingly used to image qualitative differences in sample
composition with high spatial resolution.4,5 However, the
quantitative interpretation of phase data remains extremely
challenging due to the significant number of parameters
which contribute to the contrast.
Several models have been developed to describe the nature of the phase contrast and have demonstrated its dependence on multiple factors, including tip and sample
elasticity/viscoelasticity, adhesion and other surface forces,
and tip size and shape.6–9 Work by Burnham et al. describes
a full solution, including Maugis mechanics, of dynamic
AFM.6 García and San Paulo have emphasized that there are
two stable regimes of dynamic AFM, one involving purely
attractive forces and one that also involves repulsive
forces.10 Cleveland et al. have shown that the phase shift is
related to the power dissipated in the tip-sample interaction
provided the tip motion is nearly sinusoidal.11 In all of these
models, tip-sample interactions are considered as purely outof-plane phenomena (i.e., with forces and displacements
along the surface normal). A contribution to phase contrast
was recently discovered by Marcus et al., who showed that

quantitative phase imaging is sensitive to the in-plane structural anisotropy in a polymer thin film.12 This arises from the
fact that the cantilever is tilted with respect to the sample by
10–15° in many instruments. Most recently, the effect of cantilever tilt was addressed by Heim, Kappl, and Butt who
consider its effects on the spring constant and adhesion measurements in contact mode.13 As some amount of tilt is universal in AFM design, it is desirable to understand its effect
on the measured phase. This would enable the effect of topography on phase measurements to be unraveled—an important issue for interpreting phase images quantitatively.
We perform an experiment to measure the correlation of
the cantilever-sample tilt angle with the phase shift. The experiment is carried out entirely in the attractive regime. A
model incorporating van der Waals attraction is developed
with resolved normal and in-plane viscous damping terms to
describe our data. Our inclusion of the effect of the leversample tilt allows us to deconvolute tilt-induced phase shifts.
Two small wedges are machined with angles of 5 and
10° of tilt. Mounting samples on these wedges allows for
relative lever-sample tilt angles of 6, 11, 16, and 21° (see
Fig. 1). Silicon (111) wafers are cut and glued to both the
standard mounting disks as well as the wedges which are in
turn glued to the disks. No particular sample preparation is
made—the silicon wafers have a native oxide surface layer.
No data could be obtained for 1° tilt due to the proximity of
the cantilever beam to the sample. Regions of 1 – 2 m2 are
imaged at a scan rate of 1 Hz, and the relatively constant
phase (less than 1° rms variation) over very flat regions
(typically less than 0.2 nm rms roughness) is averaged.14 Tilt
angles are used in random order to ensure reproducibility and
to decouple any systematic effects such as drift. Data are
collected for three scans at a time. The data are averaged
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FIG. 1. Geometry of cantilever and samples.
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FIG. 3. The tip-sample interaction in the attractive regime. This model,
based on a van der Waals interaction (dashed lines), includes a thin 共0.5 nm兲
damping layer. Not shown is the repulsive interaction from DMT contact
mechanics.

FIG. 2. Experimental data (circles) and results from our model (squares) are
shown. All data are acquired with the same set point. Offsets between experiments are attributed to variations in the tips and environmental conditions. Vertical error bars of ±1° are reported. Model is for a work of adhesion ␥ = 0.125 J / m2, damping layer thickness 0.5 nm, normal quality factor
10, and lateral quality factor 0.1. The three model curves correspond to the
tip radii as shown. Decrease in phase angle with increased damping.

together to produce the plot shown in Fig. 2. For some experiments, data for all four tilt angles could not be acquired
due to tip crashes or instrumental limitations. All other experimental parameters are given as a reference.15,16
From the data in Fig. 2, there is a clear decreasing trend
towards 90° with increasing positive tilt. As much as a 15°
change in phase is observed for a 15° change in lever-sample
tilt. In four runs of the same experiment (with four different
cantilevers and laser alignments), the results show the same
trend. The free amplitude was neither reset nor drifted significantly during any one experiment, which means the phase
could not have shifted artificially. We attribute offsets in the
data to variable tip properties (such as tip radius and surface
chemistry) and environmental conditions. In fact, these
variations can be reproduced by our model (described below)
by changing the tip radius or tip-sample adhesion energy, for
example. If we are interested in the case where the cantilever
oscillates normal to the surface (corresponding to all previous models of dynamic AFM), then we must extrapolate the
data to −11° of sample tilt (shaded region in Fig. 2). For the
measurements performed here, the absolute value of the
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phase is always above 90°. This corresponds to the case
where the tip-sample interaction is dominated by attractive
forces.10 Preliminary measurements indicate that a corresponding trend is also seen for phase shifts below 90°, i.e.,
for repulsive tip-sample interactions. This makes sense because the increase in lateral damping with tilt broadens the
phase resonance curve (see inset in Fig. 2) and thus shifts the
phase towards 90° at our drive frequency, which is slightly
greater than the near-surface resonance frequency.
To model the tip-sample interaction we begin with a sinusoidally driven, damped harmonic oscillator. The tip is assumed to be a point mass and is constrained to move along
the direction normal to the cantilever base (see Fig. 3). Tipsample forces are resolved into in-plane and normal components with respect to the surface. The tip interacts with the
surface via the van der Waals force and is modeled as a
sphere approaching a plane. An adhesive contact mechanics
model is used to match the van der Waals force with the
adhesion force.17–19 From this mechanics analysis the work
of adhesion ␥, the equilibrium separation 0, and the Hamaker constant A, become dependent on each other: ␥
= A ” 1220. Adjusting any of these in our model has the same
effect: altering the strength of the van der Waals interaction.
In addition, the tip radius, R, is directly proportional to the
strength of the van der Waals term. Therefore, we choose to
vary only R in our model as shown, with physically reasonable values for all other parameters.20 Our model is capable
of simulating steady-state imaging conditions in either the
repulsive or attractive regimes, consistent with the results of
García and San Paulo.10 Our experiments were carried out in
the attractive regime, and consistent with this, our model
exhibits repulsive interactions only transiently at the outset
of each simulation.
Newton’s equation of motion in this model becomes

p 艌 0.5 nm
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where p is the position of the tip above the sample along the
axis perpendicular to the cantilever base,  is the position of
the cantilever base, Qcant, 0, and k are the quality factor,
resonance frequency and spring constant of the cantilever,
Qnorm and Qlat are normal and lateral quality factors for

p 艋 0 nm

0 ⬍ p ⬍ 0.5 nm

冧

共1兲

damping near the surface, K is the reduced contact modulus
between tip and sample, and  is the relative lever-sample
tilt angle. Equation (1) is solved numerically using the MATLAB® differential equation solver ODE113 (The MathWorks, Inc., Natick, MA) and the phase is extracted using a
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Fourier transform of the position as a function of time.
The last two terms in Eq. (1) for values of p within
0.5 nm of the surface represent the effect of a thin viscous
damping layer. These damping forces are the only terms that
dissipate energy in the attractive regime 共p ⬎ 0兲 and thus
change the phase significantly as the tilt is varied. While
in-plane dissipation could be explained in repulsive steadystate conditions by the effect of interfacial friction, we find it
surprising that the phase changes significantly while the tip
remains in the attractive regime. This is true for all experimental data presented here, where phase angles are greater
than 90° (repulsive forces are not contributing to the tipsample interaction in the steady state and this necessitates the
inclusion of a near-surface in-plane dissipative effect).
Therefore, the interactions are dominated purely by the van
der Waals interaction, and, in our model, the viscous damping layer. The damping layer is chosen to have a thickness of
0.5 nm here although this number is by no means uniquely
determined. However, we consider it to be physically reasonable. Our model predicts the phase shifts as shown in Fig. 2
with Qnorm and Qlat of 10 and 0.1, respectively. Adjusting
Qnorm or any of the parameters relating to the strength of the
van der Waals interaction 共␥ , 0 , R , A兲 shifts the entire phase
versus tilt curve vertically, but does not alter the variation in
phase with tilt angle over the given range of tilts (the slope
of the data). This is illustrated in Fig. 2 for the case of varying R. The left side of Eq. (1) contains a quality factor for the
cantilever which includes air damping effects. However, adjusting Qcant has a negligible effect on the change in phase
shift with sample tilt compared to that observed in the experiment. Only Qlat adjusts the change in phase with sample
tilt, and it must be approximately 0.1 (corresponding to very
strong damping) to reproduce our experimental slope.
Physically, the thin viscous damping layer could describe a contamination layer just above the Si surface (water
layer, hydrocarbon layer, or otherwise). Future experiments
performed in ultrahigh vacuum could yield information
about the influence of the surface layer. Strongly separationdependent air damping between the cantilever/tip and the
sample could also be a contributing factor. Future improvements could include more sophisticated descriptions of the
cantilever mechanics, the contact mechanics (to include
Maugis’ mechanics as Burnham has done6) and the viscous
layer.
Cleveland et al. have shown that the average power dissipated due to the tip-sample interaction is well described by
P̄tip =

1 kA2 0
2 Qcant

冋冉 冊

册

A
sin  − 1 ,
A0

共2兲

where A0 is the free amplitude of oscillation, A is the amplitude during imaging, and  is the phase of the oscillation
relative to the drive amplitude.11 Equation (2) is independent
of the energy dissipation mechanism, provided the tip’s motion is nearly sinusoidal, as it is in our experiment. Thus, the
variations in phase we observe indicate variations in the dissipated power. Because the overall phase in Fig. 2 is larger
than 90°, and the amplitude was held constant, an increase in
 corresponds to a decrease in the power dissipated. Thus,
the power dissipated is at a minimum when the net leversample tilt angle (and thus the in-plane dissipation) is minimized. From Eq. (2), with a 15° change in local tilt angle, we

predict nearly a 15% change in power dissipated. This is a
significant effect and cannot be ignored when interpreting
phase measurements. As well, it indicates that local slopes on
a sample due to topography may induce a phase shift even if
the material is completely homogeneous.
In summary, we present quantitative phase measurements in the attractive regime of amplitude-controlled dynamic AFM, understood with a force interaction model that
includes a thin viscous damping layer. Resolved normal and
lateral quality factors describe a high amount of damping
whose effect varies with the relative lever-sample tilt angle
and matches the experimental data. This effect can now be
described and should be accounted for in quantitative interpretations of phase images in dynamic AFM.
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